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About FluorEssence™

FluorEssence™ is the easiest data-acquisition software ever
created by HORIBA Scientific. All aspects of spectrofluorometer
control are available with only a few mouse-clicks or keystrokes,
with a minimum of overlapping screens and windows. Data can be
previewed while they are being recorded, and then immediately
used with Origin®™ presentation and graphical analysis.
FluorEssence™ runs using Windows®™ 2000 or higher.

About Multigroup

Multigroup is a special data-acquistion software in which multiple
steps can be automated. Repeating loops, delays, with multiple-
wavelength acquisition are possible. Multigroup runs using
Windows®™ 2000 or higher.

Note: Keep this and the other reference manuals near
the system.
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Disclaimer

By setting-up or starting to use any HORIBA Instruments
Incorporated product, you are accepting the following terms: You
are responsible for understanding the information contained in this
document. You should not rely on this information as absolute or
all-encompassing; there may be local issues (in your environment)
not addressed in this document that you may need to address, and
there may be issues or procedures discussed that may not apply to
your situation. If you do not follow the instructions or procedures
contained in this document, you are responsible for yourself and
your actions and all resulting consequences. If you rely on the
information contained in this document, you are responsible for:
e Adhering to safety procedures
e Following all precautions
e Referring to additional safety documentation, such as Material
Safety Data Sheets (MSDS), when advised

As a condition of purchase, you agree to use safe operating
proceduresin the use of all products supplied by HORIBA
Instruments Incorporated, including those specified in the MSDS
provided with any chemicals and all warning and cautionary
notices, and to use all safety devices and guards when operating
equipment. You agree to indemnify and hold HORIBA
Instruments Incorporated harmless from any liability or obligation
arising from your use or misuse of any such products, including,
without limitation, to persons injured directly or indirectly in
connection with your use or operation of the products. The
foregoing indemnification shall in no event be deemed to have
expanded HORIBA Instruments Incorporated’s liability for the
products.

HORIBA Instruments Incorporated products are not intended for
any general cosmetic, drug, food, or household application, but
may be used for analytical measurements or research in these
fields, or for forensic applications. A condition of HORIBA
Instruments Incorporated’s acceptance of a purchase order is that
only qualified individuals, trained and familiar with procedures
suitable for the products ordered, will handle them. Training and
maintenance procedures may be purchased from HORIBA
Instruments Incorporated at an additional cost. HORIBA
Instruments Incorporated cannot be held responsible for actions
your employer or contractor may take without proper training.

Due to HORIBA Instruments Incorporated’s efforts to
continuously improve our products, all specifications, dimensions,
internal workings, and operating procedures are subject to change
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without notice. All specifications and measurements are
approximate, based on a standard configuration; results may vary
with the application and environment. Any software manufactured
by HORIBA Instruments Incorporated is also under constant
development and subject to change without notice.

Any warranties and remedies with respect to our products are
limited to those provided in writing as to a particular product. In no
event shall HORIBA Instruments Incorporated be held liable for
any special, incidental, indirect or consequential damages of any
kind, or any damages whatsoever resulting from loss of use, loss of
data, or loss of profits, arising out of or in connection with our
products or the use or possession thereof. HORIBA Instruments
Incorporated is also in no event liable for damages on any theory
of liability arising out of, or in connection with, the use or
performance of our hardware or software, regardless of whether
you have been advised of the possibility of damage.




FluorEssence 3.5 User’s Guide rev. C (26 Jan 2012)
Symbols used in this manual

Certain symbols are used throughout the text for special conditions
when operating the instruments:

General information is given concerning

operation of the equipment.
Note:
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g Browse through the folders, and select the desired . jyc

file.
The InstallShield Wizard Complete window opens.

N Continue with step 6 on page 21.
If you chose Standard Instrument Configura-
tion:

The System Selection Page opens.

cl  From the drop-down menus, chogse’the System Type
and Model. If your particular_iStrument includes
TCSPC, activate the TC Enable checkbox.

D Click the Next > butfon.
The Configuration Name page opens:
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= System Configuration

Freferences Preferences
@ Cunent Conliguration Info
3 Fluoromai
=, Descriplion  Fluoroma

[ [BX

Detector M File
Setup
Common Area Status
Device: Microscope with Stage ~

Clear Configuration

anad From Fne] [ Save ToFile ] [ Save As ]

[ concel | [ ox ]

/ Choose the detector from its drop-down
menu, the monochromator from its drop-

down menu, and the grating from its drop-

down menu:

Clear Corfiguration

[Lnad From F.\e] [ Save Ta lee] [ Save s l

8 Browse for the appropriate correction-

A==R] e

factor file in the File field.
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9 If you need an extra row in the table for
additional combinations of detectors, mon-
ochromators, and gratings, click the Insert
button.

10Click the OK button when you are finished.

@Mﬂe,’ You can have separate correction files for

different gratings on the same monochromator.
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